Balloon rupture during stent implantation: A novel technique of salvage with a new manual power injector.
Pinhole leak or rupture of a stent delivery balloon is a well-recognized technical problem encountered in vascular interventions. This event leads to inadequate stent expansion. These stents cannot be fully deployed with the same balloon and frequently the balloon cannot be retrieved without dislodging the stent. We describe a technique for successful stent deployment in such situations using the Oz Power Syringe, a new manual power injector. Cathet. Cardiovasc. Intervent. 48:74-77, 1999.